Polymer-free amphilimus-eluting stents in patients with diabetes mellitus.
Despite several improvements in drug-eluting stents design, diabetes mellitus (DM) remains an Achilles' heel for percutaneous coronary revascularization at the present time. The Cre8 stent is a third-generation drug-eluting stent devoid of polymer. The drug, which is formulated with an amphiphilic carrier, is eluted from laser-dug wells on the stent's abluminal surface. The Cre8 stent hat has shown promising preliminary results in patients with DM. This review summarizes the mechanisms of DES failure in patients with DM and the potential role of the Cre8 stent in this high-risk population.